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Background
Scoliosis patients typically undergo numerous spinal
radiographs and exposed to relatively high doses of ionizing radiation. This has raised concern regarding the
effects of this repeated exposure. Additionally assessment
of spinal deformities using surface topography of the
back is currently considered essential. Digital Photogrammetry can contribute in non-invasive measurements of
the patient’s back and 3D reconstruction of surface shape
from digital photos.
Materials and methods
The design, technical approaches, involved technologies,
software development and instrumentation of an innovative portable system is described. The system is based on a
high-resolution digital camera, a range camera and a portable computer. The measurement protocol is highly automated, in order to minimize error sources and maximize
user friendliness.
Results
The implementation and the first evaluation results of the
developed system are presented. The 3D reconstruction of
the back’s surface is realized with high accuracy. The system can document the results of conservative or surgical
treatment for spinal deformities and will be useful for
screening purposes. Spinal deformations indices are
derived and clinically tested for evaluation against the
Cobb angle radiographic measurements, which are considered the “golden standard” in scoliosis assessment.

Conclusions
The quest to elimination of radiation exposure of scoliotic patients gave rise to a number of non-invasive diagnostic techniques. Based on recent technological
advances and on a better understanding of medical
needs, the system presented, automated to a high
degree, produces medically meaningful indices for preand post-treatment posterior trunk surface documentation and scoliosis screening. First evaluation results are
highly promising.
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